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Device Information

Trade Name: Xinj 4m Spine System

Common Name: Pedicle Screw Spinal Fixation System

Classification Name: Pedicle Screw Spinal Fixation System FDA/CDRH/DCC

Product Code: MM-I, M4NI DEC 0 62011

Regulation Number: 2) CFR 888.3070 RECEIVED
The date prepared: 7/11/2011

General Description

The Xing~m Spine System is a top-loading multiple component, posterior spinal fixation system which

consists of pedicle screws, rods, set screws, and a cross link linking mechanism.

The XingTM Spine System will allow surgeons to build a spinal implant construct to stabilize and

promote spinal fusion. Xing'"" Spine System implant components are supplied non-sterile are single

use and are fabricated from titanium alloy (Ti-6A1-4V ELI) that conforms to ASTM F136. Various

sizes of these implants are available. Specialized instruments are available for the application and

removal of the XingTM Spine System

Indication for Use

The Xingm Spine System is a pedicle screw system indicated for the treatment of severe

Spondylolisthesis (Grade 3 and 4) of the L5-Sl vertebra in skeletally mature patients receiving fusion

by autogenous bone graft having implants attached to the lumbar and sacral spine (L3 to sacrum) with

removal of the implants after the attainment of a solid fusion.

In addition, the Xing TMSpine System is intended to provide immobilization and stabilization of spinal

segments in skeletally mature patients as an adjunct to fusion in the treatment of the following acute

and chronic instabilities or deformities of the thoracic, lumbar and sacral spine: degenerative

Spondylolisthesis with objective evidence of neurological impairment, fracture, dislocation, scoliosis,

kyphosis, spinal tumor and failed previous fusion (pseudarthrosis).



Materials:

The devices are fabricated from titanium alloy (Ti-6A1-4V ELI) that conforms to ASTM F 136.

Performance Data (Bench Testing):

Mechanical testing as listed in APPENDIX 3 that was conducted in accordance with ASTM F1717
demonstrates equivalence to the above predicate devices.

Mechanical test reports were completed for the following test methods:

- Static test: Tension, Compression and Torsion test report (ASTM F 1717-09)

- Dynamic test: Fatigue test report (ASTM F 1717-09)

Predicate Devices:

The subject device is substantially equivalent to the following predicate devices:

* OPTIMATM, Spinal System (U & [ Co., Ltd; KOO 1668)

* Global Spinal Fixation System (D.K.M. Co., Ltd; K03 1585)

S4C15® Vane Spine System (Solco Biomedical Co., Ltd.; K060702)

*Title®2 Spinal System(ENDLUS, INC; K04 1808)

*DELTA SPINAL FUSION SYSTEM(JEMO SPINE, LLC; K07 1857)

Comparison to Predicate Devices:

The subject device, Xing" Spine System, is substantially equivalent to OPTIMATM, Spinal System

manufactured by U & I Co., Ltd which was cleared for marketing as K03 1585 and the Global Spinal

Fixation System manufactured by D.K.M. Co., Ltd which was cleared for marketing as KOO01668 and
the 4C15 Vane Spine System manufactured by Solco Biomedical Co., Ltd which was cleared for

marketing as K060702 and the Title®2 Spinal System manufactured by ENDIUS, INC. which was

cleared for marketing as K04 1808 and DELTA SPINAL FUSION SYSTEM manufactured by JEMO
SPINE, LLC which was cleared for marketing as K07 1857.
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Title®2 DELTA
Device XingTM Spine OPTMATM, Global Spinal 4 CIS VANE SPINAL
Nam System Spinal System Fixation System Spine System spinal system FUSION

SYSTEM

Numberk NIA K(001668 K(031585 K(060702 K(041808 K(071857

Device Orthosis, Orthosis, Orthosis, Orthosis, apine
Classificati Spondyloisthesi Spondyloisthesi Spondyloisthesi Spondyloisthesi fiapin pirnal orthosis, spinal

sSpinal s Spinal s Spinal s Spinal fiain pnl pedicle fixation
on Nam Fixation Fixation Fixation Fixation interlaminal

Classificati NLMIon Product MNILI MN! MNH, MN! MNH, MNI MNH, MI MW-, N!
Code NKB

Regulation 888.3070 888.3070 888.3070 888.3070 888.3050 888.3070
Number

Intended See the

use indications for Identical Identical Identical Identical Identical
use statement

Material Ti-6A1-4V ELI Ti-6A1-4V EL! ri-6AI-4V ELI Yi-6A1-4V ELI Ti-6A-4V EL! r1-6AI-4V EL!

Pedicle Screw, Pedicle Screw, Pedicle Screw,
Pout Rod(Straight Rod(Straight Rod(Straight Pedicle Screw, Pedicle Screw, Pedicle Screw,
Prouct type & curved type & curved type & curved Rod, Set Screw, RodStcrw

Parts type), Nut, type), Set type), Transverse Se ce, Rod, Set Screw
Transverse Link Screw, Connector, Link~ldentical) Connetor

Transverse Link Transverse Link

4.0, 4.5, 5.0,
5.5, 6.0, 6.5, 5.0, 6.0, 7.0, 5.0, 6.0, 7.0, 4.0, 4.5, 5.5,

Size of 7.0, 8.0 in 7.5, 8.0mm 7.5, 80Omm 6.5, 7.5, 8.0,
pdle diamecter and diameter in 30, diameter in 30, 8.5mmn diameter-
pice from 20 to 35, 40, 45, 50, 35, 40, 45, 50, in 25-60mm

srw 55mm in a Stan 55mmn length 55mm length length(Similar)
increment

Pre-
Bending Available -- Available -

Rod ______ ______ ______ ______

The amount
of 600 860

angulation
possible _______________________________ _________

Any differences between the subject devices and the predicate devices will not affect safety or
efficacy. Please see APPENDIX 2 Predicate Device Information that contains:

- KOO01668, K0315851KO6072 Summary of Safety & Effectiveness documents

- OPTIMATM, Spinal Systemn/Global Spinal Fixation System/4CIS Spine System
product literatures
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Based on the comparison between the subject and predicate devices provided in Table 3,
IMPLANOVA Co., Ltd believes that the Xinje Spine System is substantially equivalent to the

predicate devices.

Conclusion

Testing and other comparisons have established that the Xing~m Spine System is substantially

equivalent in design, materials, indications, and performance to other predicate devices.
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Re: K1 11995
TMITrade/Device Name: Xing Spine System

Regulation Number: 21 CFR 888.3070
Regulation Name: Pedicle screw spinal system
Regulatory Class: Class 11
Product Code: MNH-, MINI
Dated: November 30 2011
Received: December 06, 2011

Dear Ms. Lee:

We have reviewed your Section 5 1 0(k) prernarket notification of intent to market the device
referenced above and have determined the device is Substantially equivalent (for the indications
for use stated in the enclosure) to legally marketed predicate devices marketed in interstate
commerce prior to May 28, 1976, the enactment date of the Medical Device Amendments, or to
devices that have been reclassified in accordance with the provisions of the Federal Food, Drug,
and Cosmetic Act (Act) that do not require approval of a premnarket approval application (PMA).
You may, therefore, market the device, subject to the general controls provisions of the Act. The
general controls provisions of the Act include requirements for annual registration, listing of
devices, good manufacturing practice, labeling, and prohibitions against misbranding and
adulteration. Please note: CDR- does not evaluate information related to contract liability
warranties. We remind you; however, that device labeling must be truthful and not misleading.

If your device is classified (see above) into either class 11 (Special Controls) or class III (PMA), it
may be subject to additional controls. Existing major regulations affecting your device can be
found in the Code of Federal Regulations, Title 21, Parts 800 to 898. In addition, FDA may
publish further announcements concerning your device in the Federal Register.

Please be advised that FDA's issuance of a substantial equivalence determination does not mean
that FDA has made a determination that your device complies with other requirements of the Act
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or any Federal statutes and regulations administered by other Federal agencies. You must
comply with all the Act's requirements, including, but not limited to: registration and listing (21
CFR Part 807); labeling (21 CER Part 80 1); medical device reporting (reporting of medical
device-related adverse events) (2 1 CFR 803); good manufacturing practice requirements as set
forth in the quality systems (QS) regulation (21 CFR Part 820); and if applicable, the electronic
product radiation control provisions (Sections 53 1-542 of the Act); 21 CER 1000-1050.

If you desire specific advice for Your device on our labeling regulation (21 CER Part 801), please
go to h ttp://wwvw. fda. a ov/A bottFD A/Cen te rsO ffi ces/CD R-I/CDRl-10ffices/ucin 1I 5809.htni for
the Center for Devices and Radiological HeIalth's (CDRH's) Office of' Compliance. Also, please
note the regulation entitled, "Misbranding by reference to premarket notification" (2ICER Part
807.97). For questions regarding the reporting of adverse events under the MDR regulation (21
CER Part 803), please go to
http://x vw.fda.jov/MedicatDevices/Safety/Reporta11robleim/defaulthtmn for the CDRH's Office
of Surveillance and Biomnetrics/Division of 1ostmuarket Surveillance.

You may obtain other general information on your responsibilities under the Act from the
Division of Small Manufacturers, International and Consumer Assistance at its toll-free number
(800) 638-2041 or (30 1) 796-7 100 or at its Internet address
hittp://wwvw.fdagfov/MedicatDevices/ReSOuircesforYoui/indisti-y/defhulit.htm.

Sincerely yours, 2

f~r{)4Q
Mark N. Melkerson
Director
Division of Surgical, Orthopedic

and Restorative Devices
Office of Device Evaluation
Center for Devices and

Radiological H-ealth

Enclosure



XingT7 Spine System IMPLANOVA Co.. Ltd..

Indication for Use

510(K) Number (if known): ia
Device Name: xingTm Spine System

Indication for Use:

The XingTM Spine System is a pedicle screw system indicated for the treatment of severe

Spondylolisthesis (Grade 3 and 4) of the Li-Si vertebra in skeletally mature patients receiving fusion by

atitogenous bone graft having implants attached to thle lumbar and sacral spine (L3 to sacrum) with

removal of the implants after the attainment of a solid fusion.

In addition, the Xing ToSpine System is intended to provide immobilization and stabilization of spinal

segments in skeletally mature patients as an adjunct to fusion in thle treatment of the following acute and

chronic instabilities or deformities of the thoracic, lumbar and sacral spine: degenerative

Spondylolisthesis with objective evidence of neurological impairment, fracture, dislocation, scoliosis,
kyphosis, spinal tumnor and failed previous fusion (pseudarthrosis).

Prescription Use __x___ AND/OR Over-The-Counter _____

(Part 21 CFR 801 Subpart D) (Per 21 CFR 801 Subpart C)

(PLEASE DO NOT WRITE BELOW TIS LINE-CONTINUE ON ANOTHER PAGE IF NEEDED)

Concurrence of CDRH, Office of Device Evaluation (ODE)
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